
Notatka bezpieczeństwa (ACHC23-03.A.OUS.CHC) firmy Siemens Healthineers (Healthcare) dotycząca kalibratorów ADVIA Chemistry ToxAmmonia przeznaczonych do kalibracji testu ADVIA Chemistry Salicylate (SAL)
Opublikowany na Urząd Rejestracji Produktów Leczniczych, Wyrobów Medycznych i Produktów
Biobójczych (https://archiwum.urpl.gov.pl)
  

Notatka bezpieczeństwa (ACHC23-03.A.OUS.CHC) firmy
Siemens Healthineers (Healthcare) dotycząca kalibratorów
ADVIA Chemistry ToxAmmonia przeznaczonych do kalibracji
testu ADVIA Chemistry Salicylate (SAL)
  Wysłane przez m.koszewski w Czw, 06/07/2023 - 15:29  
  
Załącznik:  FSN_Siemens Healthineers (Healthcare)_2023_04_ACHC23-03.A.OUS_.CHC
(002).pdf [1]
Do archiwum: Nie

 
  Źródłowy URL: https://archiwum.urpl.gov.pl/pl/notatka-bezpiecze%C5%84stwa-
achc23-03aouschc-firmy-siemens-healthineers-healthcare-dotycz%C4%85ca-0  

Odnośniki
[1] https://archiwum.urpl.gov.pl/sites/default/files/FSN_Siemens%20Healthineers%20%28Healthcar
e%29_2023_04_ACHC23-03.A.OUS_.CHC%20%28002%29.pdf

Strona 1 z 1

https://archiwum.urpl.gov.pl/sites/default/files/FSN_Siemens%20Healthineers%20%28Healthcare%29_2023_04_ACHC23-03.A.OUS_.CHC%20%28002%29.pdf
https://archiwum.urpl.gov.pl/sites/default/files/FSN_Siemens%20Healthineers%20%28Healthcare%29_2023_04_ACHC23-03.A.OUS_.CHC%20%28002%29.pdf

