
Notatka bezpieczeństwa (36161) firmy GE HealthCare dotycząca bezpieczeństwa używania różnych modeli monitorów CARESCAPE Canvas: 1000, Smart Display oraz CARESCAPE: B850, B650 z powodu ryzyka utraty monitorowania.
Opublikowany na Urząd Rejestracji Produktów Leczniczych, Wyrobów Medycznych i Produktów
Biobójczych (https://archiwum.urpl.gov.pl)
  

Notatka bezpieczeństwa (36161) firmy GE HealthCare dotycząca
bezpieczeństwa używania różnych modeli monitorów
CARESCAPE Canvas: 1000, Smart Display oraz CARESCAPE:
B850, B650 z powodu ryzyka utraty monitorowania.
  Wysłane przez m.koszewski w Pią, 17/05/2024 - 13:30  
  
Załącznik:  DNB.444.430.2024.JR FSN ref. 36161 GE HealthCare monitory CARESCAPE
utra__.pdf [1]
Do archiwum: Nie

 
  Źródłowy URL: https://archiwum.urpl.gov.pl/pl/notatka-bezpiecze%C5%84stwa-36161-firmy-ge-h
ealthcare-dotycz%C4%85ca-bezpiecze%C5%84stwa-u%C5%BCywania-r%C3%B3%C5%BCnych-
modeli  

Odnośniki
[1] https://archiwum.urpl.gov.pl/sites/default/files/DNB.444.430.2024.JR%20FSN%20ref.%2036161
%20GE%20HealthCare%20monitory%20CARESCAPE%20utra__.pdf

Strona 1 z 1

https://archiwum.urpl.gov.pl/sites/default/files/DNB.444.430.2024.JR%20FSN%20ref.%2036161%20GE%20HealthCare%20monitory%20CARESCAPE%20utra__.pdf
https://archiwum.urpl.gov.pl/sites/default/files/DNB.444.430.2024.JR%20FSN%20ref.%2036161%20GE%20HealthCare%20monitory%20CARESCAPE%20utra__.pdf

